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Summary

Endovascular treatments of cerebral aneu-
rysms with bare platinum coils have a higher rate 
of recurrence compared to surgical clipping. This 
may be related to failed vessel wall reconstruc-
tion since histological and scanning electron mi-
croscopy results following embolization failed to 
demonstrate neoendothelialization over the an-
eurysm neck. The present study tried to elucidate 
whether the use of modified coils resulted in a 
better rate of reconstructing the vessel wall over 
the aneurysm neck in experimental aneurysms. 

Aneurysms were created in 20 rabbits by intra-
luminal elastase incubation of the common ca-
rotid artery. Five animals each were assigned to 
the following groups: untreated, bare platinum 
coils, bioactive coils with polyglycolic/polylactic 
acid coating, and hydrogel-coated platinum coils. 
After 12 months, angiography, histology and 
scanning electron microscopy was performed. 

No neoendothelial layer was visualized in the 
bioactive and bare coil groups with a tendency 
to an increased layering of fibroblasts along the 
bioactive coils at the aneurysm fundus. However, 
at the aneurysm neck perfused clefts were 
present and although a thin fibrinous layer was 
present over some coils, no bridging neointimal 
or neoendothial layer was noted over different 
coils. Following loose Hydrogel coiling, a com-

plete obliteration of the aneurysm was present 
with neoendothelialization present over differ-
ent coil loops.

The study demonstrates that with surface coil 
modifications complete and stable aneurysm 
obliteration may become possible. A smooth 
and dense surface over the aneurysm neck may 
be necessary for endothelial cells to bridge the 
aneurysm neck and to lead to vessel wall recon-
struction.

Introduction

Two principal methods can be used to treat 
cerebral arterial aneurysms: surgical clipping 
and endovascular therapies. In recent years, es-
pecially since the results of the International 
Subarachnoid Aneurysm Trial (ISAT) 1 were 
published, the endovascular treatment of cere-
bral aneurysms with coils has gained an in-
creasing importance, not only in those aneu-
rysms that are difficult to access surgically (i.e. 
those in the posterior circulation), but also in 
uncomplicated aneurysms of the anterior circu-
lation. Along with the increasing number of an-
eurysms treated endovascularly came an in-
creasingly refined armamentarium of endovas-
cular techniques and devices to be used in the 
therapy of both ruptured and unruptured aneu-
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rysms. Complex shaped coils, balloon remodel-
ling techniques and stents were established to 
treat those aneurysms that had a broad base 
and thereby rendered conventional coiling 
techniques rather hazardous because of the 
risk of coil herniation and subsequent throm-
bosis of the parent aneurysm 2. Despite these 
new techniques, the major argument that still 
spoke in favor of surgical ligation of the aneu-
rysm instead of endovascular occlusion was 
that the surgical clip approximates two healthy 
vessel walls close to each other thereby exclud-
ing the weakened vessel wall, i.e. the aneurysm, 
from the circulation and reconstructing the 
normal vessel wall 3,4. Endovascular techniques, 
on the other hand, did not demonstrate a com-
plete neoentholialization of the coil loops over 
the former aneurysm ostium. Although the an-
eurysm dome was completely occluded with fi-
brinous and collageneous extracellular matrix 
and granulation tissue, the aneurysm neck and 
clefts within the coiled aneurysm were still per-
fused, even in the angiographically completely 
occluded aneurysms 5. Of note, however, was, 
that some of the coil loops were in fact covered 
by a neoendothelium, however other coil loops 
lay bare within the vessel with fresh thrombus 
material present on their surface. Since these 
results were obtained at six months after treat-
ment, the question as to whether this neoen-
dothelialization was an ongoing process just 
taking more time compared to clipping re-
mained unanswered 5. 

Endovascular treatment with platinum coils 
is aimed at permanently occluding the aneurym 
lumen and is based on the following assump-
tions. Immediately after the coils are deployed 
in the aneurysm thrombocytes adhere to the 
coil loops due to changes in hemodynamics and 
flow velocity followed by fibrous organisation 
of the primary thrombus over the course of the 
following days 6. Mechanical stability is further 
increased over the course of the next weeks by 
collageneous extracellular matrix and granula-
tion tissue in between the coil loops that might 
then build the ground for neoendothelial 
sprouting starting from the healthy vessel walls 
7. Although these theoretical considerations 
seem appealing, experimental results were not 
always accordant but instead demonstrated 
that bare coils did not induce neoendothelial 
sprouting 8. This in turn fuelled strong interest 
in changing the propensities of the coil either 
by making them “bioactive” (i.e. inducing a bi-
ological response such as increased scarring 

from the host) or by providing a ground for 
better neoendothelialization by coating them 
with a Hydrogel layering. The so-called “Ma-
trix-coil” (Boston Scientific, Fremont, Ca, 
USA) was the first bioactive coil system intro-
duced to clinical practice 9,10. It is a platinum 
coil covered with a bioabsorbable polymer con-
sisting of a polyglycolic/polylactic acid (PGLA) 
coating. PGLA produces a mild inflammatory 
reaction thought to enhance clot organization 
and maturation and to accelerate neointimal 
proliferation 11-14. The Hydrogel-coated plati-
num coil (HydroCoil; Microvention) consists of 
a Hydrogel polymer surface coating which has 
the property of volumetric swelling and results 
in a denser packed aneurysm 15. In addition, it 
seems to lower the rate of coil compaction and 
aneurysm recanalization 16-19. In an experimen-
tal  bifurcation aneurysm model a significantly 
thicker neointimal proliferation in HydroCoil 
treated animals could be shown 20. Although 
some studies have evaluated the responses to 
those different coils in short term animal ex-
periments 21, no such study investigated the 
long-term effects (i.e. longer than three months) 
using both angiographic, histologic and scan-
ning electron microscopy data in the same ani-
mal model. 

The aim of the present study was to deter-
mine whether a complete obliteration of an an-
eurysm is achieved by bare, bioactive or Hydro-
gel-coated coils in the 12 month follow-up. This 
was achieved by histologically studying the ves-
sel wall reaction close to the former aneurysm 
ostium following the presumption that an intact 
endothelial layer over the former aneurysm 
neck constitutes a complete healing response 5. 

Methods

The animal protocol for our study was ap-
proved by the Institutional Animal Care and 
Use Committee of our University Hospital and 
was conducted according to current national 
regulations and guidelines for animal welfare 
(AZ: 50.203.2-AC 24, 24/01) and to the interna-
tional principles of laboratory animal care. All 
procedures were performed under general an-
aesthesia that was induced by intramuscular 
injection of 0.2 ml /kg KG ketamin (10%) and 
0.3 ml/kg KG medetomidin. Maintenance of 
anesthesia was achieved by 2.5% isoflurane in-
halation. During all interventions, we gave 
heparin (100 units/kg) intravenously.
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Aneurysm Creation, Treatment and 
Euthanization

Aneurysms were created in 20 New Zealand 
White rabbits (3.4-4.5 kg) as described previ-
ously 22,23: After surgical exposure of the right 
carotid common artery (CCA) the vessel was 
ligated distally and controlled proximally with 
3-0 silk sutures. After arteriotomy, a 4 F vascu-
lar sheath (Radiofocus Introducer, Terumo, Ja-
pan) was introduced retrogradely to the mid-
portion of the CCA. Under fluoroscopic guid-
ance, a 2F Fogarty balloon (Pan Medical Ltd., 
Gloucestershire, UK) was advanced retrograde 
to the origin of the CCA and, once in position, 
inflated with iodinated contrast material. Oc-
clusion of the vessel was verified by retrograde 
injection of contrast via the sheath. A micro-
catheter supported by a microguide was placed 
via the sheath directly above (distal to) the 
Fogarty balloon by which 20 units of porcine 
elastase (Sigma-Aldrich, St. Quentin-Fallavier, 
France) were administered and incubated with-
in the thus separated right CCA lumen. After 
20 minutes, the balloon was deflated, the sheath 
was removed and the vessel was ligated in the 
mid-portion. The skin was closed with a run-
ning suture. Aneurysms formed from the stump 
of the right CCA and were treated at least 14 
days following aneurysm induction. Prior to 
treatment, animals were randomly assigned to 
each of four groups consisting of five animals 
each: untreated to verify stability of the aneu-
rysm, treatment with bare Guglielmi detacha-
ble coils (GDC 10, Boston Scientific, Fremont 
CA, USA Standard, Soft and Ultrasoft Coils, 
360° for framing followed by 2D for filling), 
treatment via bioactive coils (Matrix ® 10, Bos-
ton Scientific, Fremont, CA, USA) or treat-
ment with Hydrogel-coated coils (HydroCoil ®, 
MicroVention, Inc., Aliso Viejo, CA, USA). 

Endovascular treatment was carried out as 
described previously via a right transfemoral 
approach after microcatheter placement in the 
aneurysm. Coiling was performed with stand-
ard techniques using “road-mapping”. Tight 
packing of the aneurysm was achieved by sub-
sequently downsizing the coils and reposition-
ing the microcatheter if needed. In no animals, 
coils of different types were mixed to ensure 
homogeneous groups. After the procedure, we 
performed a DSA of the aneurysm-bearing 
brachiocephalic trunk through the microcath-
eter to ensure complete occlusion of the aneu-
rysm. Thereafter the catheter and sheath were 

removed, the femoral artery was ligated with a 
3.0 silk suture. 

After the observation period of 12 months, 
the final angiography was performed via a left 
transfemoral approach in all animals employ-
ing DSA via a 4F catheter that was advanced 
in the aortic arch where a 3D rotational angi-
ography was performed (Siemens Axiom Artis, 
Erlangen, Germany) to evaluate possible reca-
nalization of the aneurysm. Thereafter, the ani-
mals were euthanasized using intravenously 
injected barbiturates. The brachiocephalic 
trunk, the right subclavian artery up to the ver-
tebral artery and the aneurysm were resected 
en bloc and placed directly into 4% parafor-
maldehyde phosphate buffered saline (PBS) 
solution for a rapid fixation.

Histology and Scanning Electron Microscopy

After fixation and macroscopic preparation 
of the vessels, the whole vessel segment (bra-
chiocephalic trunk from the origin of the left 
common carotid artery to the origin of the 
right vertebral artery) was embedded in Tech-
novit 7100 (Heraeus-Kulzer) thereby enabling 
slides with a thickness of 2 µm to be obtained 
by a rotation microtome. This technique al-
lowed us to visualize both the soft tissue (with 
a special emphasis on a potential neo-endothe-
lial layer) and the implanted metals on light 
microscopy. These slides were subsequently 
stained with hematoxylin-eosin (H&E) and 
Elastica van Gieson (EvG) stains for apprais-
ing the configuration of the arterial vessel wall. 
This technique was performed in three aneu-
rysms of each of the three groups. The remain-
ing two aneurysms were further investigated 
with scanning electron microscopy to obtain 
an “in-vessel-view” of the treated aneurysms: 
the brachiocephalic trunk was longitudinally 
incised directly opposite the treated aneurysm 
and carefully spread apart. After this proce-
dure, the specimens were fixed in 3.9 % glutar-
aldehyde. They were dehydrated in a graded 
acetone series (30, 50, 70, 90, 3x100%) and crit-
ical-point-dried in carbon dioxide. The samples 
were fixed on scanning electron microscopy 
(SEM) stubs and sputter-coated with gold 
(SCD 030, Balzers Union, FL), then  investi-
gated in an ESEM XL 30 FEG (Environmen-
tal Scanning Electron Microscope XL 30 Field 
Emission Gun FEI Philips, Eindhoven, NL) in 
high vacuum mode with accelerating voltages 
of 2-10 kV.
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Results

All rabbits tolerated the surgical and en-
dovascular treatment procedures well. The an-
eurysms resembled those on human cerebral 
arteries in size, configuration and neck mor-
phology. There were no complications such as 
haemorrhage, thrombosis, coil dislocation or 
rupture of an aneurysm, no animal was lost dur-
ing the follow-up period of 12 months. Aneu-
rysm sizes ranged in width from 2.3 mm to 5.6 

mm (mean 3.6 mm, standard deviation 1.3 mm) 
and in height from 2.5 mm to 6.9 mm (mean 5.3 
mm, standard deviation 2.8 mm). Between the 
three groups there were no significant differ-
ences concerning the size of the aneurysm.

Untreated Group

In the untreated group, there was no sponta-
neous thrombosis of aneurysms, all five aneu-
rysms remained patent for the investigated 
time of 12 months.

Figure 1  Angiographic and histologic results one year after coiling of experimental aneurysms with bare coils (upper row), Ma-
trix ® coils (middle row) and HydroCoils ® (lower row). Angiography demonstrates complete occlusion in all three animals de-
spite a rather loose packing in the animal treated with Hydrogel-coated coils. Histology (middle row) demonstrates in the bare 
coil group that the aneurysm fundus was completely occluded with fibrinous and collageneous extracellular matrix and granula-
tion tissue, however, surrounding the coil loops at the aneurysm orificium (right row) there is only a thin layer of fibrinous tissue 
and no neoendothelium present. The Matrix Coils did not show a complete neoendothelial layer bridging the aneurysm neck, 
however, as demonstrated in the right image of the middle row, a beginning layering of neointima and neoendothelium was 
present over the aneurysm neck. It was only in the Hydrogel-coated coils that a complete neoendothelialization was present with 
a neointima spanning the coil loops at the aneurysm neck leading to a complete exclusion of the aneurysm form the circulation.
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Neither was there a tendency to grow over 
time with the size of the aneurysm, both in 
height, width, and aneurysm neck size remain-
ing stable. On gross pathological inspection, the 
distal portion of the CCA, from the ligated por-
tion of the vessel downward was completely 
obliterated whereas the portion of the former 
vessel close to the aneurysm dome showed 
thrombosis. Histologically, a loss of the internal 
elastic lamina and a thrombosed dome was 
demonstrated in all animals.

Bare Coils

In the bare coil group successful delivery of 
the coils and dense packing of the aneurysm 
was possible in four out of five cases. Postem-
bolization DSA revealed complete occlusion 
with no contrast medium visible within the an-
eurysm within these four aneurysms, there was 
no coil dislocation into the parent artery present.

In one animal, a small residual aneurysm 
neck was present (a so-called “dog-ear”), that 

Figure 2  Bare coils: angiography and scanning electron microscopy: The upper row shows an aneurysm following treatment 
with bare coils and following the observational period of six months. Depsite angiographic occlusion, the in-vessel view that 
was used for subsequent electron microscopy demonstrates an open aneurysm orificium with bare coil loops being in con-
tact with the flowing blood. Fresh erythrocytes are present over the coil loops and there is only a thin layering of fibrinous 
tissue surrounding the loops with no significant neoendothelium.
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could not be filled since all coils aimed at filling 
this part of the aneurysm repeatedly protruded 
into the parent artery and were therefore not 
detached. After 12 months, we found that only 
two of the four aneurysms that were initially 
completely occluded according to angiographic 
criteria remained stable, in the other animals, 
coil compaction was visible with contrast filling 
of the aneurysm neck. Further compaction of 
coils was also noted in the aneurysm that was 
initially not completely occluded. Here, contrast 
material was visible not only within the aneu-
rysm neck but also in the midportion of the re-
spective aneurysms. On histological examina-
tion, a neoendothelial layer over those coils that 
were close to the aneurysm ostium was not 
present, although in some intraaneurysmal re-
gions especially close to the aneurysm dome, fi-
brosis between the coil loops (i.e. organised 
thrombus) could be visualized (Figure 1, upper 
row). Fresh thrombus as a sign for still perfused 
aneurysm parts was seen not only at the aneu-
rysm neck but also around some of the coil 
loops, even in those aneurysms that were angi-
ographically completely obliterated. On scan-
ning electron microscopy, these findings were 
further underlined: only some of the coil loops 
were completely endothelialized, some coil 
loops demonstrated a thin fibrinous layer, how-
ever, most of the coil loops close to the former 
aneurysm neck were uncoated and lay in direct 
contact to the flowing blood with some fresh 
thrombus material close to coils present in all 
cases (Figure 2). A complete obliteration (i.e. 
neoendothelialization over the aneurysm os-
tium) was not present in any aneurysm treated 
with bare coils.

Bioactive Coils

Delivery and detachment of the bioactive 
coils was possible and resulted in a complete oc-
clusion of the aneurysm in all five aneurysms. 
After 12 months, two animals still had a com-
plete occlusion following angiographic criteria, 
even though the packing was not very dense. In 
two additional animals a clear compaction of 
the coils was noted with evidence for a residual 
aneurysm at its neck.

In the fifth animal contrast material was 
present at the aneurysm neck and between loose 
coils at the aneurysm fundus suggesting and a 
major recanalization. On histological examina-
tion, no complete neoendothelial layer over the 

aneurysm neck was present, although in a single 
animal a beginning layering of neoendoetheli-
um was present in coil loops close to the neck 
(Figure 1, middle row). This neoendothelium 
however did not span across different coil loops. 
Within the aneurysm fundus and close to the 
coil loops fibrosis and organised thrombus was 
seen including multilayer of fibroblasts attached 
to the coils. A similar appearance was never 
seen in the bare coil group. However, as in the 
bare coil group, erythrocytes as a sign for still 
perfused aneurysm parts were seen surrounding 
the coil loops at the aneurysm neck and within 
clefts visible inbetween the coils, even in those 
aneurysms that were angiographically com-
pletely obliterated. Scanning electron microsco-
py demonstrated endothelialization of single 
coil loops, however, no spanning of tissue from 
one coil loop to the other. Most coil loops dem-
onstrated covering by a thin fibrinous layer, but 
again clefts and uncoated coil loops were also 
present at the former neck (Figure 3).  

Hydrogel-Coated Coils

In the Hydrogel coilgroup, successful delivery 
of the coils and packing of the aneurysm was 
possible in four out of five cases. In one rabbit, 
following deployment of the first coil the micro-
catheter dislodged from the aneurysm and could 
not be reinserted into the aneurysm despite nu-
merous attempts resulting in an extremely loose 
packing of the aneurysm. Postembolization 
DSA revealed complete occlusion of all five an-
eurysm despite a rather loose packing.  After 12 
months, we found stable occlusion in four of the 
five aneurysms with one single aneurysm dem-
onstrating a small neck remnant (“dog-ear”) 
(Figure 4). Even in the aneurysm that was 
loosely packed with only a single coil a com-
plete obliteration of the aneurysm was noted 
(Figure 5).

Histology demonstrated neoendothelial cov-
ering spanning over different coil loops in all 
animals (Figure 1, lower row). A complete cov-
ering of the aneurysm neck was present in four 
animals and there was a dense fibrosis present 
within the aneurysm fundus. Following the Hy-
drogel expansion, the loops were very tight ad-
hering to each other thereby creating a smooth 
surface at the aneurysm neck. On scanning elec-
tron microscopy, a complete neoendothelial 
covering was found that completely excluded 
the aneurysm from the flow and lead to a true 
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vessel wall healing. The neoendothelialization 
was even present in the single animal with a dog 
ear remnant (Figure 4).

Discussion

This study employed an animal model to in-
vestigate the long-term results of different coils 
in relation to the obliteration rate of the aneu-
rysm on the one hand, and to the vessel wall 
response, especially the neoendothelialization 
of the former aneurysm neck on the other. In 
addition to bare platinum coils we utilized two 
second generation coil systems with different 
surface properties: The Matrix coil consisting of 
a PGLA bioreactive surface coating and the 
HydroCoil having a polymer on its surface that 
enlarges under physiologic conditions and cre-
ates a smooth surface that is supposed to have 

better properties of neoendothelial invasion. 
Bare coils are thought to induce thrombo-

cyte adhesion to the coil loops due to changes 
in hemodynamics and flow velocity followed by 
fibrous organisation of the primary thrombus 

6,24, and increasing mechanical stability by col-
lageneous extracellular matrix and granulation 
tissue inbetween the coil loops. However, the 
newly developed thrombus which mainly con-
sists of erythrocytes captured within thin fibrin 
strands may not be able to withstand the arte-
rial blood pressure and the presence of fibrino-
lytic agents in the circulating blood. Moreover, 
physiological thrombus retraction, the physical 
effects of the so-called water-hammer effect on 
the coil material and the possible presence of 
old thrombus within the aneurysm dome into 
which coil loops may migrate can lead to a de-
layed aneurysm regrowth 8,25,26,27. Recently, his-
tological and scanning electron microscopy re-

Figure 3  Scanning electron microscopy of an aneurysm treated with Matrix ® coils. The aneurysm ostium is still open and coil 
loops are seen that are not covered by endothelium or neointima. Fresh clot is present within the clefts of the aneurysm.
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Figure 4  Angiography and scanning electron microscopy of the HydroCoilt-treated aneurysm with a small “dog-ear” rem-
nant. The upper row shows the aneurysm prior to treatment and following treatment and the follow-up result after 12 
months. Coiling was rather loose, however, following the intervention, trapped contrast material was present surrounding the 
coil loops and further treatment was therefore not performed. On follow-up a stable coil package is seen, however, there is 
some contrast filling visible in the aneurysm neck. Scanning electron microscopy of this animal demonstrated that the coil 
loops were completely endothelialized and that the dog-ear itself was also covered with a neointima.
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sults following embolization with bare coils 
were compared against those obtained after 
surgical clipping of experimental aneurysms af-
ter six months of follow-up. In this study, fol-
lowing coiling, the aneurysm dome was occlud-
ed with fibrinous and collageneous material 
while the aneurysm neck remained perfused. 
Coil loops lay bare within the vessel with fresh 
thrombus material on their surface, a neoen-
dothelialization was not present while, after 
clipping, a thin layer of endothelial lining bridg-
ing the two attached vessel walls was present 
thereby completely obliterating the aneurysm 
and reconstructing the vessel wall. In the 
present experiment we were similarly not able 
to demonstrate a complete neoendothelializa-
tion of the bare coil loops after the longer ob-
servational period of 12 months. While the an-
eurysm fundus was completely occluded with 

fibrinous and collageneous extracellular matrix 
and granulation tissue, the aneurysm neck and 
clefts within the coiled aneurysm were still per-
fused, even in the angiographically completely 
occluded aneurysms. A vessel wall reconstruc-
tion by a bridging neoendothelium over the 
coil loops at the aneurysm was not visible after 
12 months.

In the group of animals treated with bioac-
tive coils, similar results were obtained: after 12 
months the aneurysms treated by bioactive 
coils demonstrated in nearly all cases a per-
fused neck and bare loops that were not com-
pletely covered by endothelium. Although 
some coil loops demonstrated a multilayer of 
fibroblasts within the aneurysm fundus, the 
amount of scarring tissue or fibroblasts at the 
aneurysm neck was negligible. There were no 
signs for a healing response present at the an-

Figure 5  Angiography and scanning electron microscopy of a loosely packed aneurysm treated with a single HydroCoil ®. 
Twelve months after the intervention a complete exclusion of the aneurysm is seen despite very loose packing. Scanning 
electron microscopy was focused on the former aneurysm neck and demonstrates a complete covering of the neck with ne-
ointima and neoendothelium with only a slight protrusion into the parent vessel. 
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eurysm neck. Coils with fresh thrombus layers 
protruded into the parent vessel lumen while 
clefts surrounding the coils that were still per-
fused suggesting for an incomplete obliteration 
of the aneurysms. Neoendothelium was present 
on single coil loops but did not span over differ-
ent coils and therefore did not lead to a com-
plete exclusion of the aneurysm from the circu-
lation. In the literature, experimental results 
concerning occlusion rates and fibrous reaction 
of bioactive coils remain controversial. Muraya-
ma et al. report an increased short term inflam-
matory reaction combined with thickening of 
the aneurysm wall and enhanced tissue filling 
compared to bare platinum coils which is lev-
elled out after a three and six month period 10,28. 
On the other hand these bioactive coils showed 
a significantly higher rate of coil compaction 
even in aneurysms with a high inflammatory re-
sponse compared to bare platinum and Hydro-
gel coils 21. These results were confirmed in a 
canine bifurcation aneurysm model that dem-
onstrated significant coil compaction and aneu-
rysmal recanalization despite an increased in-
flammatory and cellular reaction around the 
coil loops and at the aneurysm neck 29.

However, these data and the present experi-
ment were performed in animal models with its 
concomitant drawbacks and may not necessarily 
hold true for the use of these coils in humans. 
Different authors have found that the utilization 
of Matrix coils leads to decreased or equal reca-
nalization rates compared to bare GDCs 30,31. In 
addition, autoptically and surgically removed 
aneurysms treated with Matrix coils showed no 
short-term cellular reaction within eight days 
but in one case the aneurysm was removed after 
six months and it was filled with connective tis-
sue. In contrast, aneurysms treated by bare coils 
generally lacked this biological response even 
after longer follow-up periods 14. A potential ex-
planation for these differences may be that ani-
mal results were not obtained in the subarach-
noid space but rather in the soft tissues of the 
neck, thereby providing a potentially different 
environment for the invasion of fibroblasts. 

In the group of animals treated with Hydro-
gel-coated coils, we were able to demonstrate a 
high rate of complete occlusions, even though 
packing density was rather loose. In all animals, 
neoendothelial sprouting was visible covering 
the Hydrogel coating and spanning over multi-
ple coil loops. These findings are comparable to 
those previously reported 20 and may be due to 
either a denser aneurysm package due to swell-

ing of the Hydrogel layer or to an accelerated 
cellular response. The major mechanism put for-
ward in previous studies is that of an increased 
packing density that can be achieved with Hy-
drogel-coated coils. Once inside the aneurysm 
sac, the Hydrogel expands over approximately 
20 minutes to fill additional space. In different 
experimental aneurysm models, the Hydrogel-
coated coil treatment resulted in statistically sig-
nificant increases in volumetric filling and the 
amount area occupied by embolic material in 
the aneurysm sac compared to platinum coils 32. 
It was put forward that it was primarily this in-
creased filling of the aneurysm sac that led to 
stable angiographic and histologic occlusion of 
the aneurysm sac 15,20. In the present study, the 
filling of the aneurysm was rather loose, how-
ever, the neoendothelial formation across dif-
ferent coil loops that may have been due to 
their tighter adhesion seemed to result in the 
stable occlusion of the aneurysm. In addition, 
this neoendothelialization was even present, 
when a dog ear remnant was noted on angiogra-
phy. In animal studies it has been shown, that 
the porous structure of the Hydrogel material 
may assist the migration of endothelial cells 
over the coil surface, which may contribute to a 
lower risk of recanalization and a more active 
tissue response. Using HydroCoils in humans 
resulted in significantly increased initial occlu-
sion rates while the risk of periprocedural com-
plications such as thromboembolic events or 
aneurysm rupture was reported to be as low or 
lower compared to bare GDCs 17,33. On mid-
term follow-up, occlusion rates seemed to be 
similar to those found in bare GDC treated pa-
tients or higher 16 which is in keeping with our 
histological and scanning electron microscopy 
findings. However, a major unwanted side-effect 
of the present Hydrogel-coated coils seems to 
be the development of delayed aseptic meningi-
tis with consecutive hydrocephalus. These ob-
servations were independently reported by dif-
ferent groups in patients with unruptured aneu-
rysms who underwent endovascular emboliza-
tion using Hydrogel-coated coils alone or in 
combination with other coil systems 16,34,35. 
Whether the higher rate of occlusions outweighs 
the potential risk of developing hydrocephalus 
is an ongoing matter of debate to which this 
study cannot contribute.

Limitations of our study include the small 
number of aneurysms per group. In addition no 
quantitative measurements of neoendothelium 
or fibrous responses can be inferred from two-
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dimensional structures, in slices cut from the 
center of the aneurysm.

In addition, these measurements suffer from 
a postmortem loss of vascular tone. Still our re-
sults indicate that a complete healing response 
with neoendothelial lining is possible when us-
ing surface modified coils. It is interesting to 
note, that similar results of a neoendothelium 
bridge have been found following clipping of 
aneurysms. Here, the clip blades tightened the 
opposing healthy vessel walls to each other and 

a thin layer of endothelial lining was able to 
bridge the two attached vessel walls. Within the 
present study, we found the same results for the 
smooth surface of the Hydrogel-coated coils, 
whereas in none of the other coils was bridging 
of the endothelial lining seen in between coil 
loops. This may indicate, that to allow for a 
complete reconstruction of the vessel wall, a 
smooth surface and a minimal distance be-
tween structures to be bridged has to be 
present.
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